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  Expansion of biomarker detections with nuanced monitoring of disease states can deliver 
more effective, personalized medicine. Leveraging novel biomarkers in clinical settings 
requires higher sensitivity, shorter assay times, and increased specificity in protein detection. 
Standard ELISA involves multi-step preparations that extends the length and complexity of its 
protocol. Newer techniques using nanoplasmonics, fluorescence resonance energy transfer, 
single molecule detections, among others require specialized equipment and techniques. Here 
I report a novel method using immuno-functionalized, porous poly (ethylene) glycol diacrylate 
(PEGDA) hydrogel microspheres to enable rapid, high sensitivity antigen detection in arrayed 
microfluidics. I applied these microfluidic techniques to wound healing and diabetes motivated 
applications that illustrate their future potentials. 
  In wound healing, Vascular endothelial growth factor (VEGF) promotes wound 
revascularization by stimulating angiogenesis, in addition to stimulatory effects on other 
wound cells. In our arrayed microfluidics, the technique incorporates antibody encapsulation, 
trapping, and flow perfusion on a single device to allow an integrated assay. The result showed 
that the convergence of tunable porous hydrogel with efficient microfluidics improved the 
sensitivity of the assay. The detection limit of this microfluidic porous microgel based assay 
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was 0.9 pg/mL, with only 1+ hour of assay time, demonstrating a novel assay that exceed 
conventional technologies in terms of sensitivity and speed. 
  In the multifaceted disease of diabetes, sensitive, single volume detections of multiple 
antibodies can provide immunoprofiling and early screening of at-risk patients. To advance the 
state-of-the-art suspension assays for diabetes antibodies, porous hydrogel droplets were 
multiplexed in microfluidic serpentine arrays to enhance the detection of antibodies against 
insulin, glutamic acid decarboxylase (GAD), and insulinoma-associated protein 2 (IA-2). 
Optimization of assay protocol resulted in a shortened assay time of 2 h, with better than 20 pg 
mL detection limits across all three antibodies. Specificity and cross-reactivity tests showed 
negligible background, nonspecific antibody–antigen, and nonspecific antibody–antibody 
bindings. Multiplexed detections were able to measure within 15% of target concentrations at 
both low and high ranges. The technique enabled quantifications of as little as 8000 molecules 
in each 500 µm droplet using a single volume, multiplexed assay format, a breakthrough 
necessary for the adoption of diabetes panels for clinical screening and monitoring in the future.  
  Also, the PEGDA hydrogel sensors is being applied in our latest diabetes project: Hypoxia-
FFA synergy in beta cell impairment via multimodal microfluidics. To achieve the beta cell 
culture and precise detection of insulin, a porous PEGDA hydrogel biosensor thin film was 
developed for coating on microfluidic devices. This new spatial sensor is able to enhance the 
detection of secreted insulin transport, while mapping their release in beta cells cultured atop a 
gradient of oxygen concentrations. The optimization of this multimodal device resulted in a 
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200 um thickness sensor, shorten assay time of 2 hours, better than 50 pg/mL detection limits, 
and capable of sustaining better than 90% viability of beta cells.
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  Microfluidic covers a wide range of engineering, biotechnology and nanoscale technologies, 
and leverage many phenomena such as small volumes, small size, low energy consumption and 
effects of the microdomain. To address the advance of microfluidic in bioengineering, the 
microfluidic design has been centrally applied in micro and nano structure to manipulate 
minute volumes of fluids. The history of microfluidic started ca. 1950s, e.g. their utility in tiny 
tubes that transport ink for printing technology. Later in 1960s technology like 
photolithography were developed, allowing to integrate thousands of transistors on 
semiconductor wafers. With a continued development, in 1990s researchers investigated the 
applications of Micro Electro Mechanical Systems (MEMS) in biology field in order to control 
of liquids in microchannels. Then in early 2000s, there was a great expansion of microfluidic 
technology based on molding microchannels in polymers like PDMS. Due to the reduction of 
costs and production time of making microfluidic devices, a large number of laboratories were 
able to conduct microfluidic research using micro-pump, mixer and other devices Droplet 
based microfluidic is a rapidly growing field of biomedical research, which can be applied in 
diseases diagnostics, protein crystallization and living cells culture. One major advantage of 
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droplet based microfluidic is that the droplet volumes and individual droplet contents can be 
precisely controlled Recently, precise generation and repeatability of droplet operations and 
enhanced reaction rates have made droplet based microfluidic system a proper platform for 
biomedical researches and applications. 
  Molecule gradients play an important role in physiology and pathological phenomena, for 
example, the gradients can be applied in immune response, wound healing, development and 
cancer metastasis. In biomedical applications, researchers used a range of engineering tools to 
develop the cellular microenvironment to characterize cellular responses to gradients. 
Microfluidic based gradients have unique advantages in precise manipulation of multiple 
parameters spatially, capable of generating both 2D and 3D gradient for cellular 
microenvironment. Microfluidic gradients opens a new way to control different cellular 
environment at the micro-scale. 
 
MICROFLUIDIC DEVICE FABRICATION METHOD 
 
Microgel droplet generator 
  The most common way for microfluidic device fabrication is photolithography. To make our 
microgel droplet generator device, we used PDMS soft photolithography method. As soft 
photolithography can process a wild range of elastomeric materials, PDMS has been the most 
wildly used material, because its useful features like low costs, biocompatibility, low toxicity, 
chemical inert and mechanical flexibility. 
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  The basic processes of photolithography include wafer cleaning and preparation, photoresist 
spin coating, baking, UV exposure and developing. The processes of PDMS soft 




Figure 1. Photolithography and PDMS soft lithography steps 
   
  For fabricating the microgel generator device in this study, the microgel generator 




Figure 2. AutoCAD designed photo mask for microgel generator device. 
 
  To do the photolithography, SU-8 (from Microchem, Inc) was spun on a 4’’ silicon wafer to 
yield a 500 μm thickness, then baked on a 65℃ohotplate for 10 minutes, after that, baked at 
90℃0hotplate for 120 minutes. Next, the SU-8 coating was covered the with the designed 
photomask, and UV light was exposed through the mask at 600 mJ/cm 2. Then, the wafer was 
submerged in the solvent developer to remove the excess photoresist for 30 minutes, leaving 
just the channel pattern on the wafer. 
  After SU-8 photolithography, we mixed the PDMS pre-polymer at 1:10 curing agent to 
monomer ratio, which was then poured onto the master wafer and cured at 95℃ for 120 
minutes. The curing resulted in a PDMS layer with channels, which can then be bonded to a 
glass slides using oxygen plasma bonding. After the whole processes, a cross-junction microgel 
droplet generator and a serpentine trapper array were fabricated. The channel geometry was 
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defined as 550×500 μm (W×D) channels. The width of the orifice at cross-junction is 150 μm. 
In addition, the devices were also baked on 200 °C for 1 h to help the recovery of 
hydrophobicity before using. 
 
Gas gradient generator 
  To make the gas gradient generator device, a rectangle gradient was designed with 20 lines 
in each side to mimic rectangular geometry, we also use PDMS soft photolithography. For the 
fabrication of gas gradient microfluidic device, The SU-8 coating is 200 μm thickness, 
premixed PDMS was spun coating at 900 rpm on the wafer for twice, then cured and bonded 
to the glass slides, to get the gas gradient diffusion channel, after that, bonded another PDMS 
slice on the top with cell culture chamber. After the fabrication, the device was flow in oxygen 
and nitrogen from oxygen inlet and nitrogen inlet to form the gas gradient. 
 
 
Figure 3. AutoCAD designed photo mask for gas gradient device.
6 
Chapter 2: Development Work of a Microfluidic Porous Microgel Detection 
Platform 
 
  The whole research was finished by Zhengtuo Zhao, Mohammad Ali Al-Ameen and me, 
refer to the publication ‘On-chip porous microgel generation for microfluidic enhanced VEGF 




  Advances in biomedical diagnostics require sensitive yet robust methods for rapid 
measurement of proteins and biomolecules like vascular endothelial growth factor (VEGF) as 
disease biomarkers. This study as a background research for the verification of our microfluidic 
porous droplet method in protein detection, especially focusing on the VEGF detection in 
microfluidics with VEGF antibody immobilized porous microgel, and fluorescence by reporter 
antibody labeled.  
  The binding of VEGF to its receptors initiates signaling cascades which regulate the 
endothelial cellular processes including migration, proliferation, and formation of new blood 
vessels from pre-existing vessels [72; 80; 87]. In chronic wounds, VEGF promotes wound 
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healing by stimulating angiogenesis. In addition, the mitogenic as well as chemotactic effects 
of VEGF facilitate in the closure of the wound with compromised vascularity [68]. Thus, 
quantifying and profiling VEGF over time have implications as biomarker for different clinical 
disorders. Although enzyme-linked immunosorbent assay (ELISA) remains the corner stone 
for protein quantification, the technique has been labor intensive and out-paced by the 
requirements of rapid clinical detections.  
  Sandwich ELISA has stringent requirements for assay preparations and procedures, making 
the technique labor intensive and error prone. To address shortcomings of ELISA, microarray-
based technologies have quickly emerged as an excellent alternative for achieving high-
throughput and high content biomarker detection due to advantages such as fast analysis, low 
sample consumption, effective cost, and portability [78; 81; 84; 84; 91; 93]. These include 
novel substrates, probe designs, and new sensor material to improve VEGF detections [75; 92; 
98; 104]. However, fixed design, long incubation times, and low flexibility still limit their 
applications in clinical settings. In recent years, conventional paradigm of planar microarrays 
has evolved into novel suspension arrays [67; 73; 79; 86; 96; 106], which offer the advantages 
of higher flexibility by simply changing/adding probe particles, enhanced reaction kinetics due 
to radial diffusion, shorter incubation and assay times, less sample consumption, and lower 
cost. Suspension arrays involving polystyrene beads doped with combinations of dyes for 
optical coding have been developed by Luminex [70]. Moreover, suspension array technologies 
with barcodes, Au/Ag nanobarcodes, silica nanotubes, dot-coded polymer particles, and 
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Ilumina’s VeraCode have been developed to further improve their multiplexed readouts [67; 
70; 74; 86; 106]. In addition, our previous work [67] created tunable, porous hydrogel particles 
in an effort to improve diffusion kinetics while keeping the benefits of hydrogel suspension 
assays. We were able to decrease assay times while reducing non-specific protein adsorption 
and retaining hydration to improve antibody activity, due to the bio-inertness of the water-laden 
hydrogels. The resulting assay protocol, though more time-efficient, was not tailored to the 
micro-sized porous substrates, where the mass transport was limited by bulk reagent agitation 
and mixing. Additionally, manual manipulation of the micro-sized substrates is difficult and 
time taxing. The next breakthrough of our porous microgel assay, then, requires an efficient, 
high fidelity, and precisely arrayed microfluidics. 
  Naturally, microfluidics is the next step to evolve our porous microgel assays with precisely 
generated and manipulated microgel droplets. Its innovation goes beyond integration and 
leverages enhanced molecular transport towards faster and more precise reagent handling and 
detection. In this work, a microfluidic droplet generator was integrated with a serpentine 
trapper array, enabling precise reagent handling to be applied to tunable microgel droplets 
(Figure 4). As a result, the all-in-one device achieved rapid and sensitive VEGF detection and 




Figure 4. Schematic of the detection system. 
 
(A) The microfluidic droplet generator allowed on-chip generation and tuning of porous 
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microgel droplets, with well-controlled spherical shapes and volumes. (B) Droplet generator 
was integrated with a serpentine trapper array to precisely position the generated microgel 
droplets. (C) Moreover, it allowed trapped droplets to be shielded from reagent flow in the 
serpentine channel, enabling predictable microfluidic enhanced mass transport for assay 
protocols. (D) This resulted in a row of trapped droplets for protein assays (colored in blue with 
food dye). (E) In the prototype, 4 rows of 12 droplets each, totaling 48 traps, were achieved to 
demonstrate the array scalability (actual device with yellow, red, purple and green food dye in 
channels). (F) Each trap site contained a single porous microgel droplet with predictable assay 
kinetics, as shown by 250 kDa FITC dye penetration. 
 
MATERIALS AND METHOD 
 
Materials 
  Poly (ethylene glycol) diacrylate (PEGDA) (Min.~6000, referred as PEG6000DA), poly 
(ethylene glycol) (PEG) (Min.~20,000), fluorescein isothiocyanate—dextran (FITC-Dextran 
250 KDa), mineral oil, phosphate buffer saline (PBS), and IgG from human serum were 
procured from Sigma-Aldrich (St. Louis, MO). Human vascular endothelial growth factor 
(VEGF), anti-hVEGF antibody, and Alexa Fluor 488 conjugated anti-hVEGF antibody were 
purchased from R&D systems (Minneapolis, MN). Fetal bovine serum (FBS) was procured 
from Gibco. Polydimethylsiloxane (PDMS) was obtained from Ellsworth adhesives and SU8 




  To immobilize the antigens within the microgel, the antigens were incubated with 1.25 mg 
of ACRL-PEG-SCM-5000 in PBS at room temperature for 3 h prior to use and discarded 
afterward. The prepolymer solution consisting of 100 µL of 8% (w/v) of PEG6000DA, 2% 
(w/v) photoinitiator, 10% (w/v) PEG 20K, and acrylated antigen was then loaded in the 
microfluidics for droplet generation. 
  The prepolymer solution was introduced at 1 µL min−1, and mineral oil was introduced at 
15 µL min−1 to generate the droplets at the microfluidic cross-junction. When one of the 
generated droplets was flown in to the serpentine pockets, its trapping blocked the cross-
serpentine flow and redirected the next droplet toward the following pocket sequentially. After 
trapping, droplets were exposed to ultraviolet light for crosslinking for 5 min (UVP CL-1000 
UV Oven, 365 nm). Then, BSA buffer was flown in at 30 µL min−1 to continuously wash the 
droplet for 30 min to prevent PDMS protein absorption. Lastly, PBS was flown in at 30 µL 
min−1 to continuously wash the droplets for 4 h to remove the unreacted reagents and PEG 
porogens, thus creating the porous microgel. 
 
RESULTS AND DISCUSSION 
 
  All experiments were carried out with VEGF antibody immobilized porous microgel 
droplets generated with 10% PEG 20KDa porogen. These particles were incubated with 
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varying concentration of VEGF flow (30 µl/min) in microchannel for 30 minutes, washed, and 
then incubated with Alexa Fluor 488 conjugated anti-VEGF antibody flow (30 µl/min) for 45 
min. After washing the microgel droplets to remove the unbounded reporter antibody, the 
fluorescence intensities from the microgel droplets were accessed using Zeiss Axio Observer 
microscope. Their fluorescence signal was quantified as described in the methods section. 
 
 
Figure 5. VEGF assay via microfluidic porous microgels. 
 
Incubation times were optimized before characterizing the VEGF detection. (A) VEGF protein 
incubation times above 30 min reaches a stable signal readout. (B) Reporter incubation times 
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above 45 min reaches a stable signal readout. Thus, 30 min VEGF and 45 min reporter 
incubation times were used to for subsequent VEGF detections. (C) Specificity of the VEGF 
assay was demonstrated by incubating the microgel droplets with FBS, 100 g/mL IgG, and 100 
pg/mL VEGF. (D) VEGF detection in microfluidic enhanced porous microgels yielded a 
detection curve from 1 to 1000 pg/mL. Using this trend, a detection limit of 0.9 pg/mL was 
calculated (at 3 times the SD above 0 pg/mL). Error bars denote standard deviations. 
Optimization of VEGF and anti-VEGF incubation time 
  To optimize the reaction time, microgel droplets were incubated with Alexa Fluor 488 
conjugated anti-VEGF antibody for 30 min and 100 pg/mL VEGF for times ranging from 15 
to 45 min. Subsequently, microgels were incubated with 100 pg/mL VEGF for 30 min and 
Alexa Fluor 488 conjugated anti-VEGF antibody for times ranging from 15 to 60 min. Figure 
5A illustrates the time dependent fluorescent signal, indicating interaction between VEGF and 
capture antibody. As expected, protein-antibody interaction increased with increase in reaction 
time from 15 to 45 min. However, the fluorescent signal obtained following incubation of the 
droplets with VEGF for 45 minutes was not significantly different from that obtained upon 30 
min incubation, indicating that the fluorescent signal saturated by 30 min. As significantly 
higher fluorescent intensity was observed following 30 min VEGF incubation, all subsequent 
experiments were carried out with a VEGF incubation time of 30 min. Figure 5B illustrates 
the time dependent fluorescent signal indicating interaction between VEGF and anti-VEGF 
antibody. As expected, protein-antibody interaction increased with increase in reaction time 
from 15 to 60 min. However, the fluorescent signal obtained following incubation of the 
droplets with VEGF for 60 min was not significantly different from 45 minutes incubation 
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indicating that the fluorescent signal saturated by 45 min. As significantly higher fluorescent 
intensity was observed following 45 min anti-VEGF antibody incubation, all subsequent VEGF 
experiments were carried out with an anti-VEGF antibody incubation time of 45 min. 
 
Determining specificity of the microgel assay 
  One of the major difficulties in protein assay is the rise of fluorescent signal, either due to 
nonspecific adsorption within microgel droplets or due to nonspecific interaction with 
immobilized antibody. To further investigate whether other components of serum can affect 
fluorescent signal, VEGF antibody immobilized microgel droplets were incubated with 100 
pg/mL IgG in PBS, FBS, and 100 pg/mL VEGF for 1 h, Figure 5C. In particular, the 
comparison of VEGF detection with non-specific background proteins in FBS provides a 
proof-of-concept demonstration for clinical applications involving blood and serum. 
Furthermore, future work can integrate on-board microfluidics for sample preparation to yield 
a purified sample for better detections. A high signal was obtained for 100 pg/mL VEGF (3.85), 
low signal for FBS (1.5) and almost no significant signal obtained upon incubation with IgG 
(1.25). This indicated that proteins other than VEGF have minimum contribution towards the 
fluorescent signal. Moreover, this established that the immobilization of antibody within the 
microgel droplet is sufficient for specificity, without additional protein blocking, which reduces 
the complexity of the assay. 
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Determining detection limit of the microgel assay 
  After confirming the fluorescent signal observed was primarily due to interaction between 
VEGF and antibody, the detection limit of the assay was characterized by exposing the 
microgel droplets to 0–1000 pg/mL VEGF solutions for 30 min. As demonstrated in Figure 
5D, fluorescent signal increased with increase in VEGF concentration. The overall signal 
increased from 1.4 to 6.0 upon varying VEGF concentration from 1 pg/mL to 1000 pg/mL. The 
minimum concentration of VEGF detectable by this assay was considered to be the 
concentration at which the signal deviated from the average signal obtained in absence of 
VEGF by three times the standard deviation. Using this definition, the detection limit of this 
assay was found to be 0.9 pg/mL, which can be attributed to the precise control of microfluidic 
mass transport, leading to smaller errors and thus a lowered limit of detection. This improved 
sensitivity and shortened the assay time excels over the conventional ELISA and Luminex 
assays, as well as our previous work in porous microgels (Figure 6). 
 
Comparison with standard VEGF ELISA 
  ESLIA assays have high credibility due to their demonstrated coefficient of variation (CV). 
Human VEGF kit from R&D Systems, for example, has an inter-assay CV of 5–8% and intra-
assay CV 3–6%. We examined the 100 pg/mL assays with n=6 separate runs, and arrived with 
inter-assay CV of 13.1%, while the intra-assay CV is 8.75%. These results show that our assay 




Figure 6. Comparison with ELISA, Luminex assays and previous study. 
 
Microfluidic porous microgel VEGF assay provided the lowest limit of detection at 0.9 pg/mL 




  In this study, we have leveraged microfluidic scaling with enhanced molecular transport of 
porous hydrogels, precisely generated microgel droplets within an integrated serpentine trapper 
array. We optimized the incubation times down to 1+ hours and demonstrated a breakthrough 
in assay sensitivity of 0.9 pg/mL without the need for protein blocking. In conclusion, our 
results shows that with our microfluidic porous microgel platform the mass transport are 
enhanced. Compare with the traditional protein detection method, a rapid and sensitive 
detection could be achieved, in this way lead to a solution for next generation of quantitative 
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protein assay via the synergistic combination of microfluidics and porous microgel.
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Chapter 3: Microfluidic Porous Microgel Platform Enhanced Diabetes 
Autoantibodies Detection 
 
  This research project is mainly focusing on the diagnostics of Type I diabetes, refers to my 
publication ‘Optimizing Multiplexed Detections of Diabetes Antibodies via Quantitative 




  We have created porous polyethylene glycol (PEG) hydrogel—“smart microgels”—to 
enhance the diffusion of biomolecules within the droplets, achieved rapid detection of proteins 
using our microfluidic porous microgel platform.[48-51] Take the advances of our microfluidic 
porous microgel platform in disease diagnostics, we further improved our method achieving 
multi-detection to enable the detection of diabetes related autoantibodies. 
  It’s of great interest that how rising levels of diabetes autoantibodies are related to Type I 
diabetes (T1D) disease pathogenesis. Detection of diabetes autoantibodies enables clinical 
diagnosis of T1D,[1-10] to provide predictive and screening values, sensitive detections is 
strongly needed.[10-13] Autoantibodies against insulin, glutamic acid decarboxylase (GAD), 
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and insulinoma associated protein-2 (IA-2) are well established in T1D panels, and thus are 
targeted in multiplexed detections.[14, 15] In clinical, around 54% to 75% T1D are with the 
presence of IA-2 antibodies.[16] Additionally, 66% of newly diagnosed patients test positive 
for insulin autoantibody.[17] Testing for a panel of aforementioned antibodies using sensitive 
detections can identify better than 85% of disease presentation or future T1D development with 
98% specificity.[18] Moreover, more than 80% of diabetes in young children are accounts for 
T1D.[19] Unsettlingly, development of T1D in children is especially acute, with afflicted 
children showing severe symptoms, very high blood glucose, marked glycosuria, and 
ketonuria.[20, 21] Incidentally, the rise of autoantibodies manifests very early, with transients 
observable before 1 year of age (Figure 7A), providing a strong marker for clinical diagnosis 
and screening for T1D.[22] For these young patients, earlier diagnosis or even predictive 
screening may mean critical disease management before manifestation of life-threatening 
symptoms. Current understanding of these diabetes autoantibodies points to a potential 
neoantigen immunogenicity,[23-26] where stress-modified protein synthesis leads to new 
epitopes on autoantigens that enhance their bindings to antibodies[27-31] or elicit cell-
mediated immune responses.[32-36] Thus, sensitive detection of insulin, GAD, and IA-2 
autoantibodies can serve as a powerful diabetes panel to monitor T1D disease progression, as 
well as investigate the mechanisms of beta cell autoimmune dysfunctions. 
  The standard detection methods for diabetes autoantibodies include radioimmunoassays 
(RIAs) and enzyme-link immunosorbent assays (ELISAs). Serum RIA and ELISA protocols 
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uses semi-quantitative titrations with varying sensitivities, which may not be useful for early 
or new-onset diabetics.[37] In practice, RIA is time consuming and labor intensive, while 
ELISA requires multiple sample preparations to provide multiplexed detection of 
autoantibodies.[1, 5] Moreover, there is a need for a uniform method of quantitative detections 
of all three antibodies in a single volume. For example, serum autoantibody levels can be 
measured in dilution titers (e.g., Juvenile Diabetes Foundation units), RIA percentage, or in 
enzymatic U mL−1, with various cutoff definitions for positive detections.[1, 5, 15, 38] As a 
comparison, normal serum levels of all three autoantibodies are nominally regarded as 0.02 × 
10-9 M (e.g., 2.4 ng/mL for insulin IgG) or lower by the World Health Organization and Mayo 
Clinic Interpretive Handbook.[39] Nevertheless, the cutoffs established by the various methods 
represent the diagnostic levels of T1D, whereas early screening would call for greater 
sensitivity to detect earlier transients. 
  Toward improving diabetes autoantibody detections, advances have been made via 
multiplexed microarrays[15] and electrochemiluminescence (ECL) assays.[14, 40, 41] 
Diabetes microarrays enabled single serum preparation for a multiplexed antibody detection 
panel, while ECL assays pushed the quantitative autoantibody detections below 10−11 mole/L 
(ng/mL) range, respectively. However, these separate improvements to autoantibody detections 
have not yet offered a combined sensitivity and multiplexing in a single volume assay. 
  We addressed these needs for the diabetes detection panel by creating multidetection based 
on our microfluidic porous microgel, we have demonstrated that the porosity generated by 20 
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kDa PEG optimized the diffusion of 250 kDa fluorescein isothiocyanate (FITC)-dextran into 
the hydrogel. This is larger than the 65 kDa antibodies used in this multiplexed assay, ensuring 
analyte access through the droplet volume. To achieve the multiplexing, different prepolymers 
containing different acrylated antigens were loaded in the microfluidic tubing, and introduced 
into microfluidic channel to generate the droplet, and then the multi-generation of droplets was 
achieved by flow switching and droplet redirection. The multiplexed diabetes detection 
platform was optimized with recombinant proteins and antibodies to push the performance 
envelop of detections, toward serum measurements in the future. The result is a quantitative, 
faster, and single sample multiplexed detection panel for insulin, GAD, and IA-2 antibodies. 
Finally, the platform can be easily adapted for future antibodies such as zinc transporter 8.[52-
54] Potential clinical applications of this detection panel may enable detailed immune profiling 
in T1D, and pave the way for a robust tool for early screening. 
 
 
Figure 7. Quantitative microfluidic droplet array for diabetes detection panel. 
22 
 
A) The rise and change of diabetes autoantibodies vary in individuals, can be observed as early 
as 1 year of age, demonstrating the need for sensitive detection of multiple autoantibodies. B) 
We engineered a microfluidic array that generated individual porous droplets with detection 
chemistries optimized for the insulin, GAD, and IA‐2 antibody detections. These porous 
microgels were then directed to designated traps within the serpentine channels. This spatial 
multiplexing was achieved by flow switching of unwanted droplets to a waste channel, 
redirecting droplets back toward the traps when the correct detection chemistry is generated. 
C) The serpentine microchannels allowed trapped droplets to be perfused by assay reagents. 
Buffer perfusion after UV curing allowed the porogen molecules (yellow stripes) to be washed 
away, creating a porous hydrogel droplet. Target antibodies (blue) and reporter antibodies 
(green) were then subsequently introduced into the microchannels, completing the 
immunoassay protocol. D) The result of spatial multiplexing was an array of droplets targeting 
individual diabetes antibodies, illustrated on top by the generation of multicolored droplets 
using food dyes. In the actual assay on bottom, only a single reporter wavelength was required, 
providing fluorescence intensities that varied at each spatial position per its respective antibody 
detection. 
 
MATERIALS AND METHODS 
 
Materials 
  Yeast host recombinant human insulin, recombinant protein GAD 2, anti‐GAD65 (mouse 
anti‐human), and recombinant IA‐2 proteins were procured from Sigma‐Aldrich. Mouse 
anti‐human anti‐insulin, anti‐IA2 antibodies (mouse anti‐human), and goat anti‐mouse 
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FITC labeled IgG were procured from Millipore. PEGDA (Mn ≈  6000), PEG (Mn ≈ 
20,000), photoinitiator (2‐hydroxy‐4′‐(2‐hydroxyethoxy)‐2 methylpropiophenone), 
PBS, and BSA were procured from Sigma ‐ Aldrich. Acrylate poly (ethylene) glycol 
succinimidyl carboxymethyl, Mn 5000, (ACRL‐PEG‐SCM‐5000) was obtained from 
Laysan Bio Inc. (Arab, AL). 
 
Methods 
  To immobilize the antigens within the microgel, the antigens were incubated with 1.25 mg 
of ACRL‐PEG‐SCM‐5000 in PBS at room temperature for 3 h prior to use and discarded 
afterward. The prepolymer solution consisting of 100 µL of 8% (w/v) of PEG6000DA, 2% 
(w/v) photoinitiator, 10% (w/v) PEG 20K, and acrylated antigen was then loaded in the 
microfluidics for droplet generation. 
  The prepolymer solution was introduced at 1 µL min−1, and mineral oil was introduced at 
15 µL min−1 to generate the droplets at the microfluidic cross‐junction. When one of the 
generated droplets was flown in to the serpentine pockets, its trapping blocked the cross‐
serpentine flow and redirected the next droplet toward the following pocket sequentially. After 
trapping, droplets were exposed to ultraviolet light for crosslinking for 5 min (UVP CL‐1000 
UV Oven, 365 nm). Then, BSA buffer was flown in at 30 µL min−1 to continuously wash the 
droplet for 30 min to prevent polydimethylsiloxane (PDMS) protein absorption. Lastly, PBS 
was flown in at 30 µL min−1 to continuously wash the droplets for 4 h to remove the unreacted 
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reagents and PEG porogens, thus creating the porous microgel. 
  For multiplexed detection, different prepolymers containing different acrylated antigens 
were loaded in the microfluidic tubing (Tygon tubing 1/16 in. ID) separated by mineral oil 
plugs. The prepolymers were then delivered into the microfluidics using a syringe pump to 
generate droplets. After generating and trapping droplets with the first prepolymer reagent, 
subsequent unwanted droplets were redirected to the waste channel. Then, the waste channel 
was closed to allow droplets with the second prepolymer containing the next acrylated antigen 
to be flown in and trapped in the next serpentine trap. The process continued until all three 
prepolymers containing the three different capture antigens were trapped in designated spots. 
These smart microgel droplets were then UV‐cured and washed as described above. 
  To run the multiplexed assays, smart microgels were incubated with appropriate antibodies 
at 20 µL min−1 flow rate for 60 min. Then, they were washed with TBST at 30 µL min−1 for 
15 min and subsequently incubated with the reporter antibody at 30 µL min−1 for 40 min. 
Following this, droplets were washed again with TBST for 5 min and then imaged under the 
fluorescence microscopy. 
  After all the reactions between antigens, antibodies, and reporter antibody were completed, 
the smart microgel droplets were imaged under fluorescence microscopy for readout. The ratio 
of maximum center droplet intensity over background intensity was calculated using ImageJ 
to provide a normalized intensity value. The noise of the data is then the standard deviations of 
the normalized values. All optimization and cross‐reactivity were done in triplicates, while 
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the detection curve was done with five repeated runs. To generate the statistics, detections were 
compared to background by individual‐samples t‐test. The p‐values (double sided) were 
provided for interpretation (Table S1, Supporting Information). 
 
RESULTS AND DISCUSSION 
 
  Smart microgel optimizations were leveraged for the detection of diabetes antibodies by 
immobilizing capture antigens instead of capture antibodies. Detection chemistry, including 
diacrylated antigens in polyethylene diacrylate hydrogels and PEG porogen, was loaded into a 
microfluidic cross‐junction (Figure 7B). Flow from this aqueous phase was then pinched by 
mineral oil at the junction, creating an instability that ejects 500 µm droplets at a predictable 
frequency.50 Droplets then flowed down the serpentine channels and occupied individual trap 
sites one after another. However, in order to generate multiplexed detections for insulin, GAD, 
and IA‐2 antibodies in a single channel, droplets with different capture molecules were 
generated and sequentially trapped. This was achieved by directing the unwanted droplets 
toward a waste channel, then switching the flow toward the serpentine traps once desired 
droplets were generated (Figure 7B). Upon trapping, the droplets were UV cured to immobilize 
the capture antigens and solidify the hydrogel for washing in PBS to remove porogens (Figure 
7C). With porosity‐enhanced mass transport, unreacted porogen was thoroughly removed 
after 4.5 h of microfluidic perfusion, compared to the 24 h of incubation needed for bulk 
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preparations.[50] The resultant array (Figure 7D) represented a spatially multiplexed diabetes 
detection panel, without issues associated with spectral overlapping or computational imaging 
algorithms for shape‐coded techniques. After formation of the multiplexed smart microgels, 
the array was then ready to be assayed by flowing target antibodies, reporter antibodies, and 
washing steps, optimized in the following section. 
 
Optimization of Reporter Incubation Time and Dilution Factor 
  The detections of all three antibodies shared a common reporter, FITC‐labeled IgG, whose 
incubation time and dilution factor were optimized using the insulin antibody detection. The 
fluorescence readout from the detection was quantified by the maximum droplet intensity 
divided by the background intensity, as illustrated by the line scan in Figure 8A. Using this 
quantification, reporter readout plateaued after 40 min of incubation (Figure 8B). Furthermore, 
the reporter dilution showed lowered background and useful signal up to 1024 X dilution, 
which dramatically reduced the usage of reporter reagents (Figure 8C). Based on these results, 
all subsequent experiments were carried out with 40 min of reporter incubation at 1024 X 
dilution. We anticipate the lower background from reporter dilution may help reduce 




Figure 8. Reporter optimization. A) All fluorescence measurements were quantified by the 
ratio of maximum center intensity normalized by the background intensity, as seen by the line 
scan across a typical droplet. B) Fluorescence ratio of the reporter plateaued after 40 min of 
reporter incubation. C) While fluorescence ratio flattened after 256 times reporter dilution, the 
noise continued to drop. We selected the reporter dilution of 1024 times to reduce reagent 
consumption and minimize the background intensity, which would provide smaller standard 
deviations for more sensitive detections. 
Optimization of Capture Antigens Concentration in PEGDA 
  After reporter optimization, the capture antigen concentration corresponding to each target 
antibody was optimized. All antigen optimizations were incubated with 1000 pg/mL target 
antibodies. Figure 9A illustrates the insulin capture antigen optimization, where the 
fluorescence ratio plateaued above a concentration of 200 pg/mL. GAD antigen optimization 
is shown in Figure 9B, where the fluorescence ratio showed a plateau above 500 pg/mL. 
Similarly, Figure 9C shows that IA‐2 concentration in poly(ethylene) glycol diacrylate 
(PEGDA) plateaus above 500 pg/mL. Optimization of antigen immobilization illustrated the 
differences of the binding epitopes between each antigen–antibody pair [23-36]. The 




Figure 9. Diabetes panel optimization. 
 
A) Insulin antibody detection was optimized with 200 pg/mL capture antigen immobilization, 
40 min of analyte incubation, and a detectivity curve with a detection limit of 19.6 pg/mL. B) 
GAD antibody detection was optimized with a 500 pg/mL capture antigen immobilization, 40 
min of analyte incubation, and a detectivity curve with a detection limit of 18.7 pg/mL. C) IA‐
2 antibody detection was optimized with a 500 pg/mL capture antigen immoblization, 60 min 
of analyte incubation, and a detectivity curve with a detection limit of 12.7 pg/mL. All capture 
antigen and analyte incubation optimizations were completed in triplicates. All detectivity 
curves were completed with five replicate runs. Error bars denote standard deviations. 
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Optimization of Target Antibodies Incubation Time 
  Next, we considered the kinetics of antibody–antigen binding within the smart microgels by 
optimizing the target antibody incubation times. Smart microgels immobilized with 
aforementioned antigen concentrations were incubated for various durations with their 
respective antibodies. The fluorescence ratio for insulin detection improved up to 40 min of 
target antibody incubation and plateaued thereafter (Figure 9A). The same was seen for GAD 
antibody with a plateau after 40 min (Figure 9B). IA‐2 and its antibody showed a different 
kinetics, as optimal incubation did not occur until after 60 min (Figure 9C). We should also 
note that IA‐2 antibody is sensitive to buffer conditions, where glycine additives would 
increase nonspecific binding to the PEG hydrogel. Based on these optimizations, the longest 
incubation time was 60 min for the IA‐2 antibody, which we adopted for all subsequent 
singleplexed and multiplexed detections. 
 
Characterizing the Limits of Antibody Detections 
  The assay protocol described above was optimized at 1000 pg/mL for respective diabetes 
antibodies. We subsequently tested the detectivity below this concentration to characterize the 
detection limits for each antibody. Concentrations of 50, 100, 200, 500, and 1000 pg/mL were 
assayed in five runs for each antibody, with error bars denoting standard deviations between 
each assay run at the particular concentration (Figure 9). The detection limit was defined to be 
the concentration at which the signal rises three times the standard deviations of the zeroth 
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concentration. Using this definition, the insulin antibody detection limit was found to be 19.6 
pg/mL (Figure 9A). The GAD antibody detection limit was found to be 18.7 pg/mL (Figure 
9B). The IA‐2 antibody detection limit was found to be 12.7 pg/mL (Figure 9C). Since the 
detection limit is a function of the background fluorescence and slope of the detectivity curve, 
minimization of reporter antibody contributed to these enhanced detection limits (Figure 9C). 
 
Characterization of Assay Specificity 
  To investigate whether other protein components in serum could potentially affect the 
fluorescence ratio, antigen immobilized microgel droplets were incubated with phosphate 
buffered saline (PBS), 0.1% bovine serum albumin (BSA), and their respective antibodies at 
1000 pg/mL (Figure 10). Antibody detections yielded fluorescence ratios higher than 2, 
whereas PBS and BSA yielded background levels of 1.5 or lower. More importantly, errors 
bars showed significant differences between specific and background detections with p < 
0.0001. One reason for the low background without blocking is the bioinert nature of PEG 
hydrogel against nonspecific antibody binding. The result indicated that proteins other than 
targeted diabetes antibodies had minimum contributions toward the fluorescent signal, and also 





Figure 10. Antibodies assay specificity. 
 
Nonspecific binding to BSA resulted in fluorescence ratios on par with PBS background. 
Specific antibody detections resulted in a ratio around 2 versus 1.5 of background. Moreover, 
significant differences between detections and background yielded a p < 0.0001. 
 
Characterization of Singleplex and Duplex Cross‐Reactivity 
  One major difficulty in assaying multiple antibodies within one sample assay volume is the 
cross‐reactivity among the target antibodies and nontarget proteins. First, microgel droplets 
of all target antigens were incubated with each target antibody one at a time at 1000 pg/mL to 
evaluate antigen–antibody cross ‐ reactivity (Figure 11). For reference, background 
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fluorescence ratios for each antigen (zero antibody concentrations) were typically below 1.5, 
as seen from their detectivity curves. In comparison, the on‐ target antigen–antibody 
detections, e.g., insulin to insulin antibody, yielded a ratio close to 2, significantly higher than 
the background (p < 0.0001, complete comparisons in Table S1, Supporting Information). After 
analysis of singleplex cross‐reactivity, combinations of two antibodies each at 1000 pg/mL 
were assayed (Figure 12). As singleplex cross‐reactivity showed negligible nonspecific 
bindings between antibody and capture antigens, this duplex assay tested the possibility of 
unintended antibody to antibody interactions. Again, the on‐target pairs yielded fluorescence 
ratios close to 2, while miss‐matched backgrounds remained below 1.5. For example, the 
GAD to insulin+GAD antibodies fluorescence ratio was significantly higher than that of the 
IA‐2 mismatched with insulin+GAD antibodies. 
 
 
Figure 11. Singleplex cross‐reactivity. 
 
A) Cross‐reactivity between target (blue) and nontarget (orange) antibodies are tested one at a 
33 
time to investigate nonspecific antibody–antigen interactions. B) This test showed that 
nonspecific antibody–antigen reactions yielded fluorescence ratios similar to that of 
background at ≈1.5. 
 
 
Figure 12. Duplex cross‐reactivity. 
 
A) Cross‐reactivity between combinations of antibodies pairs tested nonspecific antibody–
antibody interactions. B) This test showed that nonspecific antibody–antibody reactions did 
not affect the on‐target antibody–antigen detections. 
 
Muliplexed Detection and Quantitative Protein Recovery 
  After confirming negligible cross‐reactivities at elevated antibody concentrations, we 
demonstrated multiplexed detections of insulin, GAD, and IA‐2 antibody concentrations and 
their quantifications simultaneously. Three concentrations of 50, 200, and 500 pg/mL were 
assayed for each target antibody in multiplexed droplets. Triplicates were run for each 
condition. However, since the detections were multiplexed, the entire assay took a total of just 
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nine runs. The measured concentrations were within 15% of the designated values (Table 1). 
Target concentration [pg/mL] Retrieved concentration [pg/mL] 
Insulin 
Ab 
GAD Ab IA-2 Ab Insulin 
Ab 
GAD Ab IA-2 Ab 
50 50 50 48 ± 11.4 45 ± 7.1 51.8 ± 9.8 
200 200 200 204 ± 22.8 201.4 ± 17.8 203.3 ± 26.3 
500 500 500 494.9 ± 41.7 521.28 ± 26.24 520 ± 39.5 
Table 1. Multiplexed protein detections with target concentrations of 50, 200, and 500 




  We have achieved a multiplexed detection panel for diabetes antibodies targeting insulin, 
GAD, and IA‐2. The assay can be prepared in 4.5 h prior to running the assay, with a total 
assay time of just 2 h for all three parameters in a single sample. For all target antibodies, a 
detection limit better than 20 pg/mL was achieved, representing the detection of only 8–30 
thousand molecules in each microgel droplet. Singleplex and multiplex detections showed 
negligible cross ‐ reactivity. Multiplexed detections were within 15% of the target 
concentrations. The serpentine microfluidic achieved a spatial multiplexing of the microgels 
that avoided issues associated with spectral or imaging based techniques. The resultant 
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detection panel has the potential to improve diabetes detection, as well as investigate 
immunogenic mechanisms in diabetes. 
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  This study is mainly focusing on microfluidic oxygen gradient with multimodal stimulations 
and detections to investigate a possible link between hypoxia and free fatty acid (FFA) 
exposures in beta cell impairments and apoptosis. Distinct from the autoimmune pathology in 
type I diabetes, type II diabetes development relating to beta cell dysfunction is not well 
understood due to the numerous pathological mechanisms and many risk factors. These risk 
factors often coexist in obesity and could possibly interact synergistically. For example, 
elevated FFA in obesity can lead to insulin deficiency, though only a fraction of people with 
high FFA develop diabetes. On the other hand, hypoxia can also suppress insulin secretion, but 
no clear mechanism leading to the development of diabetes has been discovered. Intriguingly, 
recent studies suggest that both FFA and hypoxia exacerbate beta cell ER stress via the unfolded 
protein response (UPR) pathways, possible through reactive oxygen species (ROS). However, 
neither factor was sufficient to induce beta cell apoptosis alone . This suggests that a synergistic 
effect might exist, as hypoxia also affects FFA levels in vivo . Despite suggestive evidences of 
this FFA-hypoxia link, however, its potential role in islet pathophysiology has not been 
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demonstrated. One reason is the lack of proper techniques for controlling hypoxia at the 
microscale level of beta cells. Standard hypoxic chambers cannot generate a gradient to test 
multiple exposures, nor can they provide in situ microscopy of beta functions. PI’s previous 
work has demonstrated novel microfluidic devices to provide simultaneous hypoxia and 
glucose stimulations with real-time microscopy monitoring. Proposed here is a new device with 
integrated oxygen gradient for hypoxia and FFA exposures. It incorporates an open-top design 
to allow easy access for normal cell culturing and assay reagent exchange. Furthermore, a novel 
hydrogel sensor film is layered directly beneath the cells to provide in situ spatial insulin 
detections, in addition to spatial monitoring of Ca2+ and ROS via microscopy (Figure 13). 
The spatial insulin detection can be correlated to the hypoxia gradient directly, a challenging 
feat to achieve in situ. By proving the hypothesis of FFA-hypoxia synergy in inducing beta cell 
impairment and apoptosis, a potential mechanism can be proposed towards the complicated 




Figure 13. Testing hypoxia-FFA synergy via culturing beta cells in multimodal 
microfluidics. 
 
A) Pancreatic islet beta cells are well-vascularized. When cells are exposed to hypoxia and 
FFA, insulin secretion and cell survival may be impaired. B) To study hypoxia-FFA interaction, 
a stimulation sandwich is created around beta cells with built-in insulin sensor to compliment 
Ca2+ and ROS microscopy. 
 
MATERIALS AND METHODS 
 
Meterails 
  Poly (ethylene glycol) diacrylate (PEGDA) (Min.~6000, referred as PEG6000DA), poly 
(ethylene glycol) (PEG) (Min.~20,000), 2-Hydroxy-4 ′ -(2-hydroxyethoxy)-2-
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methylpropiophenone, insulin, mineral oil, phosphate buffer saline (PBS), and IgG from human 
serum were procured from Sigma-Aldrich (St. Louis, MO). Anti-insulin was procured from 
Millipore. Polydimethylsiloxane (PDMS) was obtained from Ellsworth adhesives and SU8 
2100 was purchased from MicroChem. 
 
Methods 
  The microfluidic based gas gradient devices was fabricated using the method mentioned in 
chapter 1, and then bond a boundary PDMS rectangular cover on the top of gas gradient 
diffusion layer channel part, in this way created a chamber that include the channel part to 
enhance the PEGDA pre-polymer solution loaded and cured. 
  To immobilize the antigens within the PEGDA hydrogel layer, the anti-insulin were 
incubated with 1.25 mg of ACRL-PEG-SCM-5000 in PBS at room temperature for 3 h prior to 
use and discarded afterward. The prepolymer solution consisting of 100 µL of 8% (w/v) of 
PEG6000DA, 2% (w/v) photoinitiator, 10% (w/v) PEG 20K, and acrylated antigen was then 
loaded in the microfluidics for droplet generation. 
  The pre-polymer solution loaded on the gas gradient diffusion layer, then cover the pre-
polymer solution with a piece of PDMS slice. The PEGDA pre-polymer solution were exposed 
to ultraviolet light for crosslinking for 5 min (UVP CL-1000 UV Oven, 365 nm). Then, the 
device chamber was incubated with BSA for 1 hour to prevent polydimethylsiloxane (PDMS) 
protein absorption. Lastly, use PBS to continually washing the hydrogel layer for 4 h to remove 
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the unreacted reagents and PEG porogens, thus creating the porous microgel. Then incubate 
the hydrogel with various concentration of insulin for 20 to 120 minutes, washed the hydrogel 
with TBST buffer for 3 times, each time for 10 minutes. After that, incubated the hydrogel with 
various insulin reporter concentration for 20 to 120 minutes, washed with TBST buffer for 3 
times, each time for 5 minutes. Then take image under fluorescence microscopy. 
 
RESULTS AND DISCUSSION 
 
Optimization of anti-insulin concentration in PEGDA 
  PEGDA hydrogel layer immobilized with various anti-insulin concentrations were incubated 
with 1000 pg/mL insulin. The fluorescence ratio for anti-insulin detection improved up to 
200pg/mL of insulin incubation and plateaued thereafter (Figure 14A). Based on the 
optimization, the lowest concentration of anti-insulin in PEGDA hydrogel is 200 pg/mL, which 
we adopted for all subsequent experiments. 
 
Optimization of insulin and insulin reporter incubation time 
  Then we optimized the incubation time of insulin and insulin reporter antibody. The 
fluorescence ratio plateaued after 30 minutes incubation of insulin and 60 minutes incubation 
of insulin reporter (Figure 14B, 14C). Based on the result of incubation time, the shortest assay 
period would be less than 2 hours. 
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Characterizing the Limits of insulin Detections 
  We tested the detectivity of insulin below 1000 pg/mL to characterize the detection limits 
for each antibody. Concentrations of 50, 100, 200, 500, and 1000 pg/mL were assayed in five 
runs for each antibody, with error bars denoting standard deviations between each assay run at 
the particular concentration. The detection limit was defined to be the concentration at which 
the signal rises three times the standard deviations of the zeroth concentration. Using this 
definition, the insulin detection limit was found to be lower than 50 pg/mL (Figure 14D). 
 
 
Figure 14. Optimization of insulin secretion sensor. 
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(A) The lowest insulin antibody concentration in PEGDA was optimized to be 200 pg/mL with 
1000 pg/mL insulin incubation (B) insulin protein incubation times above 30 min reaches a 
stable signal readout. (C) Reporter incubation times above 60 min reaches a stable signal 
readout. Thus, 30 min insulin and 60 min reporter incubation times were used to for 
subsequents insulin detections. (D) Insulin detection yielded a detection curve from 50 to 1000 




  The insulin sensor was well optimized in this assay, we have achieved a fasten and sensitive 
detection for beta cells insulin secretion, it’s a big progress for our next step, to culture the cells 
on hydrogel, apply hypoxia and FFA stimulation. For the detection of insulin, better than 50 
pg/ml detection limit was achieved, the assay can be finished within 2 hours which is good for 
beta cells. It confirmed that our insulin detection sensor will be well applied in this project for 
researching the hypoxia and FFA stimulation of beta cells.
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Chapter 5. Conclusion 
 
 In this thesis, three projects was designed and finished mainly focusing on the diabetes. First, 
we leveraged a microfluidic scaling with enhanced molecule transport of porous microgel 
within an integrated serpentine trapper array, a rapid and sensitive detection of VEGF 
measurement is achieved, with a 0.9 pg/ml detection limit and only 1+ hour of assay time. In 
human wound healing especially in wound healing of diabetic uclers, VEGF play an important 
role as a biomarkers, our technic provide a fast and sensitive measurement in biomedical 
diagnostics. Then using our microfluidic microgel panel, a multiple detection for antibodies 
targeting insulin, GAD, IA-2 was achieved, and for all target antibodies, a detection limit better 
than 20 pg/ml was achieved with a total time of 2 hours for all three parameters in a single 
sample, provide a multiple detection of diabetes autoantibodies in type 1 diabetes diagnostics. 
In the last part, a insulin sensor based on gas gradient microfluidic was leveraged, can detect 
the insulin secretion from beta cell with better than 50 pg/ml detection limit and 2 hours assay 
time, enable a fast detection for beta cells under hypoxia and FFA stimulation. 
  By taking the advances of microfluidic and porous PEGDA hydrogel, we are making major 
progress in diabetes related diseases diagnostics and monitoring, towards better understanding 
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